AbstractAt nuclear facilities, domestically and internationally, most measurement systems used for nuclear materials' control and accountability rely on He-3 detectors. Due to resource shortages, alternatives to He-3 systems are needed.
I. INTRODUCTION
N UCLEAR safeguards are defined as the efforts to prevent diversion of fissile material. Given the number of nuclear facilities and current proliferation threats across the world, new technologies are needed to maintain successful international safeguards efforts. Specifically, international communities' desired increase in fuel reprocessing warrants innovation in new safeguards techniques to minimize the associated nonproliferation risks. The International Atomic Energy Agency has asked for active research efforts in the development of new safeguards systems.
Many current safeguards measurement systems used at nuclear facilities, both domestically and internationally, rely on He-3 detectors and well established theory to interpret coincidence and multiplicity measurements for verifying quantities of special nuclear material (SNM). Due to resource shortages, alternatives to these existing He-3 based systems are being sought. Work is also underway to broaden the capabilities of these types of measurement systems in order to improve current multiplicity analysis techniques and to discover novel methods for nuclear material characterization. Organic scintillation detectors are a promising candidate for 
II. MEASURING F AST -NEUTRON MULTIPLICITY WITH LlQUlO

SCINTILLATORS
Measurements were performed on fissile materials during the measurement campaign at the JRC's PERLA laboratory. A UM measurement system (Fig. 1a) was utilized and the results were then replicated with MCNPX-PoliMi. In addition, data analysis algorithms were tested for their potential and limitations. Comparing the measured and simulated results built confidence in the use of simulation and modeling tools to design fast-neutron-multiplicity systems. Combinations of PU02 pellets as well as mixed-oxide (MOX) fuel samples were measured to asses a plutonium-mass sensitivity metric. The measured plutonium masses ranged from 20 to 60 g for the PU02 pellets and 160 and 190 g for the MOX powder samples, details are outlined in Table 1 . The measured materials are similar to those measured in low-level plutonium-sample inventory counters and helped provide insight into how organic scintillators detectors would respond to such materials. The UM measurement systems ( Fig. la) consist of waveform digitizers with custom data-acquisition software and liquid scintillation detectors of various sizes. During the measurement campaign in April 2012, four detectors (7.62 cm x 7.62 cm EJ-309s) were used with a 4-channel USB digitizer (CAEN DT5720) and a data-acquisition laptop, making the system portable. The liquid scintillators are sensitive to both neutrons and photons; therefore, both particle types create pulses that are digitized, and kept for data analysis. The digitizer has a 12-bit resolution (11 bits effective) and a 250-MHz sampling frequency which is sufficient for good off-line pulse-shape discrimination (PSD) to separate neutron events from photon events (Fig. 2) . A thin lead shield (0.1 cm for PU02 and 1 cm for MOX) was also present to decrease photon detection. The detectors were placed at 20 cm from the center of the source and were arranged in a small arc with approximately 30-degrees between each detector. Fissile materials including PU02 pellets and MOX powder were measured.
B. Measurement-Data Analysis
The fIrst stages of the data analysis include photon rejection through a standard charge integration PSD method, shown in Fig. 2 . After PSD, neutron data were analyzed both by determining the energy deposited in the detector by each neutron detection, as well as analyzing neutron multiplicity in short time windows (�1 00 ns). This paper focuses on neutron coincidence and neutron pulse-height results for use in nuclear safeguards applications. The plutonium-mass sensitivity of the measurement system was studied via the measured doubles rates (neutron coincidence) for PU02 and MOX samples, outlined in Table 1 . The sensitivity of the passive measurement system can be characterized by the shape of the progression of neutron coincidence counts per gram of plutonium-240 effective mass (shown in Fig. 3) . The relationship between the neutron coincidence rate and the Pu-240 effective mass is linear across all of the PU02 and MOX samples, and therefore the slope of this line can serve as the sensitivity metric. This metric is approximately 0.1 coincidence neutrons per second per gram for this bench-top system. These preliminary results bode well for a full fast-neutron detection system's ability to quantify plutonium mass from fast-neutron coincidence. Fig. 4 shows pulse-height distributions (PHDs) that shed light on the type of neutron source that is being measured, for example a plutonium metal sample will give different PHD results than a plutonium-oxide sample. This information can prove useful to tailor mass quantification equations to specific nuclear material types.
III. SIMULATION AND MODELING TOOLS FOR NUCLEAR SAFEGUARDS ApPLICATIONS
Several nuclear safeguards detection systems using organic scintillation detectors are being investigated using the MCNPX-PoIiMi transport code and the MPPost post processing code [2] . MCNPX-PoliMi is ideal for designing detection systems, such as fast-neutron-multiplicity counters, due to its: capability of realistically simulating correlated source events, detailed particle interaction output, and incorporation of common SNM sources with accurately sampled energy, number of particles emitted, and their angle distributions [3] . MPPost processes the MCNPX-PoliMi data file into total measurement system response [3] . At UM, the measurement system design process is expedited with the UM parallelized version of MCNPX-PoIiMi coupled with UM's advanced computing resources.
A. Simulating Passive Systems with MCNPX PoliMilMPPost
MCNPX-PoIiMi was used to model the experimental geometry as well as the radiation sources. The complex neutron and photon sources present in the plutonium and oxygen containing materials were modeled based on built-in MCNPX-PoliMi sources: Pu-240 and Pu-242 spontaneous fissions and Pu-238, Pu-239, Pu-240, and Am-241 alpha-n reactions. The neutron emission contributions for both materials are shown in Fig. 5 . In all of the configurations, detailed information was recorded for the four organic scintillation detectors. These data are then analyzed using MPPost to arrive at PHDs and fast-neutron multiplicity. 6 shows good agreements between the simulated and measured neutron PHDs from a Cf-252 source. With a more complex neutron source (PU02 pellets described in Table 1 and Fig. 5a ) good agreement is still observed for neutron doubles rates over a range of plutonium mass (shown in Fig.   205 7), the measurement result of primary concern for the design process. This 'small-size' system had promising Cf-252 absolute efficiencies of 4% for neutron singles and 0.06% for neutron doubles. This is promising considering any final system design would include many more detectors and cover much more solid angle. 
IV. CONCLUSIONS AND FUTURE WORK
Liquid scintillators appear to be a good candidate for a fast neutron-multiplicity counter. Fast-neutron doubles rates (from multiplicity) trend with plutonium-240 eff. mass in PU02 and MOX samples (Fig. 4) . Also, Neutron PHDs (Fig. 3) allow source type characterization (fission sources only versus fission and alpha-neutron sources, e.g. metal versus oxide) in liquid scintillation detectors. Lastly, the agreement (less than 5% error) between the fast-neutron measurement system's simulation and experimental campaigns validate the use of the MCNPX-PoliMiIMPPost package for designing a fast neutron-multiplicity counter.
Current simulation efforts are in progress to design a full fast-neutron-multiplicity counter. The design process utilizes the discussed system sensitivity as the metric to optimize and select the detector shape, size, number, and configuration. The goal is to design a system with high efficiency, high sensitivity, and minimal dependence on sample placement. An ideal detector design will not only perform accurately and efficiently, but also maintain a minimally intrusive geometry in terms of size and weight. With a list of candidate designs, bench-top experiments are being performed at UM to work towards a [mal configuration.
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